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€ IMPORTANCE: | poe pesecotely reported. 


DESCRIPTION: Type #1 ~ This tourniquet 1s 37" long and 1 1/2"wide, 
| It te composed of Bae covered elas-ie- bands approximately 11s" 
in diameter inier-1 aced with a bes idee silk sisted of epproxinately 
the same diameter, The tourniquet is olive show in color and 
has a mated buckle, 1" x 2", at one and with two 1/2" netal prongs 
‘to hook into the main belt of the tourniquet when in use, 

: | < tye #2 = This tourniquet is of plain rubber, 2 1/4" wide, - 
a 3/32" thick, and 37" Lote The rubber is gray in color, covered 
swith a white ponder to prevent sticxing. It has no buckle, 


: \ Bierce ee 
Type #3 = This tourniquet is of plain rubber tubing, 41" long 


mae 


and 9/16" in diameter. It is gray in-color and has a hole shock 

1/16" in diameter running the Leneth ak aie . he 

y | D tue Soeraiquet te fastiencd ‘oy means of a metal clip of stansed 

 Wpteet about 1/16" thick, The clip measures 3 1/ F lobe, 11/2") 

. in width, and is 1" in depth at the sites The ends are bent soc 

‘the tubing fits securely in them when the tourniquet is in use. 
The center of. the clip is depressed so that it can be padded ond 


placed over a pressure ia sceae eS a that is desired. 


Type #h ~ This tourniquet is made ‘echt a double intokpern of 


in ee, ies to tightentng a os ae SSaiee | . a - "Ne 


| 


The mechanical dh of this tourniquet ‘consists of a sete 
less steel apparatus, 2. 1/4n x 1/2" x 11/2", with a round, 
PY ites tte through which the strap runs. The tube is turned 
by a key on the top of ‘he Het veaine cee Kuk which is. geared 
to the slotted tube. | | | oe 
ONMENT: Type 1 and Type 4 tourniquets are of interest because both: 
can be operated with one hand by the wounded individual. nype 2 
and Type 3 are of no importance and ceuid not be operated with : 
one hand by a wounded persons “4 | 4 
‘Gams Included in the photograph is a oo of red cloth, 2m x bon oe 
| with a 1/2" wide white stripe down both sides, It is used to ) 
3 identify those individuals who mst tise their tourniquets re- 
4 leased periodically, | | : is 
7 Fig, 1 -4 types tourniquets and eloth tage 


Photographs: 


Fig. 1 ~ 4 types tourniquets and cloth tag. 


